
Spring kit Carbon Flex 16mm

So� - maximum deflec�on of 20°

Medium - maximum defelc�on of 10°

Extract from the Carbon Flex 16mm instruc�ons for use:
When using the medium spring kit,
the joint must be set to a maximum deflec�on of 10°. Using the
enclosed 10° limi�ng tool, screw the M5 grub screw into the joint
body un�l the tool touches the joint body.
This ensures that the joint has been set to 10° deflec�on.
The deflec�on must be checked using the angle scale on the foot
s�rrup. A�er adjustment on the pa�ent, the screw lock of the
M5 grub screws must be checked and secure them again with
Loc�te 423 if necessary.



You can find all informa�on on assembly at
in the instruc�ons for use for the
Carbon Flex 16mm system joint.
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